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Abstract. Aerosol optical properties were measured with
a seven-wavelength aethalometer and a three-wavelength
nephelometer at the suburban site SORPES in Nanjing,
China, in September 2013–January 2015. The aethalome-
ter compensation parameter k, calculated with the Virkkula
et al. (2007) method depended on the backscatter frac-
tion, measured with an independent method, the integrating
nephelometer. At λ= 660 nm the daily averaged compen-
sation parameter k ≈ 0.0017± 0.0002 and 0.0042± 0.0013
when backscatter fraction at λ= 635 nm was in the ranges
of 0.100± 0.005 and 0.160± 0.005, respectively. Also, the
wavelength dependency of the compensation parameter de-
pended on the backscatter fraction: when b(λ= 525 nm) was
less than approximately 0.13 the compensation parameter de-
creased with wavelength and at larger b it increased with
wavelength. This dependency has not been considered in
any of the algorithms that are currently used for process-
ing aethalometer data. The compensation parameter also de-
pended on the single-scattering albedo ω0 so that k de-
creased with increasing ω0. For the green light (λ= 520 nm)
in the ω0 range 0.870± 0.005, the average (± standard devi-
ation) k ≈ 0.0047± 0.006 and in the ω0 range 0.960± 0.005,
k ≈ 0.0028± 0.0007. This difference was larger for the near-
infrared light (λ= 880 nm): in the ω0 range 0.860± 0.005,
k ≈ 0.0055± 0.0023 and in the ω0 range 0.960± 0.005,
k ≈ 0.0019± 0.0011. The negative dependence of k on ω0
was also shown with a simple theoretical analysis.
1 Introduction
Aerosols affect both local, regional and global climate di-
rectly by scattering and absorbing solar radiation and indi-
rectly by modifying cloud properties (e.g., IPCC, 2013). For
the assessment of the direct radiative forcing it is crucial
that both light scattering and absorption are measured accu-
rately. Light-scattering measurements with the nephelometer
are well established, but absorption is more difficult. An ideal
method would make the measurement when the aerosol is in
the suspended state. Such methods exist but the simplest, rel-
atively cheap and therefore the most commonly used light ab-
sorption measurements are still based on collecting aerosols
on a filter tape and detecting the reduction of light transmit-
tance through the filter. Globally, probably the most widely
used such filter-based method is the aethalometer, produced
by Magee Scientific. It converts the reduction of light trans-
mittance directly into black carbon (BC) mass concentra-
tions by assuming that BC is the only aerosol component
affecting the reduction and by assuming that the conversion
is linear. The data are further used for calculating the light
absorption coefficient (σap). However, the calculation is not
straightforward since light transmittance is not reduced only
by the light-absorbing aerosols but also by scattering aerosols
and by interactions between the filter fibers and accumulated
aerosols. As a result, the BC mass concentration and the ab-
sorption coefficient σap may be overestimated or underes-
timated. Algorithms have been developed to take these ef-
fects into account (e.g., Weingartner et al., 2003; Arnott et
al., 2005; Schmid et al., 2006; Virkkula et al., 2007; Collaud
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Coen et al., 2010). An evaluation of the performance of these
was presented by Collaud Coen et al. (2010).
The algorithm presented by Virkkula et al. (2007) cor-
rects the BC mass concentration for the loading effect by
multiplying the uncorrected concentrations by the function
f = 1+ kATN where k is the so-called compensation param-
eter and ATN is the attenuation reported by the aethalometer.
As pointed out by Collaud Coen et al. (2010), it has prob-
lems: it only corrects for the loading effect and it is unsta-
ble because the variability of absorption coefficients is often
higher than that induced by the filter changes. Another weak-
ness of it is that the compensation parameter is calculated at
the time of the change of the filter spot and applied for post-
processing the data of a whole filter-spot sampling period
or even a longer period. This is one of the reasons leading
also to the method instability pointed out by Collaud Coen
et al. (2010). An algorithm that somewhat resembles that of
Virkkula et al. (2007) is applied in the dual-spot aethalometer
model in real time at high time resolution, so it removes the
above-mentioned weakness (Drinovec et al., 2015). Cheng
and Yang (2015) recently used two aethalometers at two dif-
ferent flow rates and processed the data with a method that is
a modified version of that in the dual-spot aethalometer.
Despite the weaknesses, several authors have used the
function f = 1+ kATN in post-processing their aethalome-
ter data and also filter samples analyzed with a reflectometer
(e.g., Heal and Hammonds, 2014). It has been observed in
many studies that the value of k varies with time and place.
For example, Park et al. (2010) found different values for the
k in indoor and outdoor aerosol. Seasonal variation of it was
presented already in the original paper: both at an urban site
and at a rural site the factor was higher in winter than in sum-
mer (Virkkula et al., 2007). No good explanation was given;
it was just hypothesized that it was due to the variation of
the single-scattering albedo, which also has a seasonal cycle.
A similar observation has also been made at other locations:
for instance, in East Rochester, New York, USA (Wang et
al., 2011), and at several sites in and around Beijing, China
(Song et al., 2013), the k factors were larger in winter than in
summer. Also, Song et al. (2013) suggested this was proba-
bly due to darker aerosols in winter than in summer. It is def-
initely expected that the compensation parameter depends on
the darkness, i.e., the single-scattering albedo of the particles,
since the more detailed algorithms to calculate σap from the
aethalometer data take it explicitly into account (e.g., Schmid
et al., 2006; Collaud Coen et al., 2010).
Also, the size of particles affects the absorption coeffi-
cients calculated from filter-based measurements. One of the
reasons is that the penetration depth of the particles into the
filter depends on their size and the depth affects the amount
of light interactions with the particles (e.g., Arnott et al.,
2005; Moteki et al., 2010; Nakayama et al., 2010). Lack et
al. (2009) found that for particles larger than about 350 nm
absorption measured with the Particle Soot Absorption Pho-
tometer (PSAP), another filter-based instrument, was signif-
icantly underestimated, and concluded that the low bias was
linked to the enhanced forward scattering from the larger par-
ticles. Müller et al. (2014) found that the asymmetry param-
eter – which is a function of the backscatter fraction – of the
particles collected on the PSAP filter has significant effects
on the derived σap. It is obvious that this should be true for
the aethalometer also since these two instruments are so sim-
ilar.
It was mentioned above that a site-related and seasonal
variation of the value of the compensation parameter k has
been observed but no attempts for explaining it have been
published. The new aethalometer model AE33 calculates and
saves the compensation parameter at a high time resolution.
Drinovec et al. (2015) presented even diurnal cycles of the
compensation parameter measured with it but the interpreta-
tions were very qualitative. The goal of the present work is to
study whether the backscatter fraction and single-scattering
albedo could be the factors explaining the k variations in past
and new aethalometer measurements. The work is done by
analyzing data measured at a field station in Nanjing, China.
No independent absorption standard was available, so we do
not even attempt to develop a new algorithm for calculat-
ing σap. Time series of scattering and absorption coefficients
will be presented, but no analysis of the concentration lev-
els, sources, transport, diurnal cycles or other related atmo-
spheric processes will be presented here. They will be the
contents of a related paper (Shen et al., 2015); the present
paper concentrates on the interpretation of the compensation
parameter.
2 Measurements and methods
2.1 Measurement site and instruments
The measurements were conducted at the SORPES station
(118◦57′ E, 32◦07′ N, 40 m above mean sea level) in the Xi-
anlin campus of Nanjing University. The station can be con-
sidered as an urban background station with little influence of
local emissions (Ding et al., 2013a, b). The instruments used
in this study take their sample air from two separate PM10
inlets. Drying of the sample air is done by heating the inlet
lines. The temperature of the laboratory room where the in-
struments are located is kept constant with an air conditioner
at approximately 20± 5 ◦C so when the outdoor conditions
are warm and humid, the relative humidity of the sample air
rises considerably. The relative humidity (RH) of the sam-
ple air is measured with the RH sensor of the nephelome-
ter. In this study only those data were used during which
the RH was less than 50 %. When RH is higher, particles
grow significantly, which affects all optical measurements.
The World Meteorological Organization Global Atmosphere
Watch (WMO/GAW) recommends for aerosol monitoring
stations to keep the sample air RH at 45± 5 % (WMO, 2003).
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2.1.1 Nephelometer
Total scattering coefficients (σsp) and backscattering coef-
ficients (σbsp) at λ= 450, 525, and 635 nm were measured
with an ECOTECH Aurora 3000 nephelometer. The scat-
tering and backscattering coefficients are presented at STP
conditions (standard temperature and pressure, 273.15 K,
1013.25 hPa). The flow to the nephelometer was provided by
the internal pump of the instrument. The averaging time was
set to 5 min. The nephelometer was calibrated manually and
zeros and spans were checked automatically according to the
manual by using 1,1,1,2-tetrafluoroethane (R-134) as the cal-
ibration gas.
The raw total scattering coefficients were corrected for
truncation errors by calculating first the Ångström exponents
from the non-corrected scattering coefficients and then fol-
lowing the formulas presented by Müller et al. (2011) where
the tabulated factors for no cutoff at the inlet were used. To
be used in the aethalometer data processing the truncation-
corrected σsp at the nephelometer wavelengths were interpo-
lated and extrapolated to the aethalometer wavelengths as-
suming that the Ångström exponent of scattering was con-
stant over the wavelength range.
The backscatter fractions (b = σbsp/σsp) were calcu-
lated as the ratio of the backscattering coefficient and the
truncation-corrected total scattering coefficients at the neph-
elometer wavelengths. The backscattering coefficients were
neither interpolated nor extrapolated.
2.1.2 Aethalometer
A seven-wavelength aethalometer (AE-31) was used for
measuring light absorption at λ= 370, 470, 520, 590, 660,
880, and 950 nm. The aethalometer reports BC mass concen-
trations but from these data absorption coefficients were cal-
culated as will be discussed below. The flow was provided
by the internal pump, it was set to 5 L min−1 at t = 20◦C
and p = 1013 hPa. Flow checks with a Gilibrator flow meter
showed that the flow was 4.7± 0.2 L min−1 at the same con-
ditions. Concentrations were converted to STP conditions,
taking the flow calibrations into account. The filter spots
were set to change when the maximum attenuation (ATN)
exceeded 125. The average and standard deviation of the last
ATN values before filter spot changes were 127± 3, 99± 6,
87± 7, 79± 7, 73± 8, 54± 7, and 49± 7 for λ= 370, 470,
520, 590, 660, 880, and 950 nm, respectively. These are given
here to be used for evaluating the effect of the correction
function.
2.2 Calculation of the compensation parameter
The core of the present paper is to analyze factors affecting
the compensation parameter k that is used to correct BC mass
concentrations in
BCcorr = (1+ k ·ATN)BC0, (1)
where BC0 is the original non-corrected BC mass concentra-
tion and ATN is the attenuation reported by the aethalometer.









where ATNi,last is the last attenuation of filter spot i before
the filter spot change, BC0,i,last and BC0,i+1,first are the orig-
inal non-corrected BC mass concentrations of the last mea-
surement point of filter spot i and the first measurement point
of spot i+ 1, respectively. In practice the averages of the
three last measurement points of filter spot i and the av-
erages of the three first measurements of filter spot i+ 1
were used, as in the original paper (Virkkula et al., 2007).
At this point it is worth noting the analogy of the k factor
in Eq. (1) and that of BCcorr = BC0/(1− k ·ATN), which is
used in the dual-spot aethalometer, model AE33 (Drinovec
et al., 2015). 1/(1− kATN) is the sum of a geometric series
1+ kATN+ (kATN)2+ . . . Typically published values of k
are less than 0.01 and aethalometers are usually changing
spots when ATN is less than 100, so the terms (kATN)n with
n> 1 are small and 1/(1−kATN)≈ 1+ kATN. This suggests
that the results to be shown below are qualitatively valid also
for the new model.
2.3 Calculation of absorption coefficients
The aethalometer data were first used to calculate the uncor-
rected attenuation coefficients, here σ0, by multiplying the
original non-corrected BC mass concentration (BC0 above)
given by the aethalometer with the wavelength-dependent
BC mass attenuation coefficient used by the instrument’s
software. Note that in several papers the symbol bATN has
been used for the attenuation coefficient. In the present paper
the symbol b is reserved for backscatter fraction, however,
and the subscript of σ0 is there to show that it was calculated
from BC0. To calculate the absorption coefficients (σap), sev-
eral algorithms have been presented that in principle can be
expressed in the form of
σap = f σ0− sσsp
Cref
, (3)
where f is a loading correction function, s is a fraction of
the light scattering coefficient σsp that causes reduction of
light transmittance and would be interpreted as absorption
(= apparent absorption) if not taken into account, and Cref
the multiple scattering correction factor. Note, however, that
s is not any constant factor but also a wavelength-dependent
function. For instance, if the algorithm of Arnott et al. (2005)
is arranged as in Eq. (3), it is obvious that s depends on the
absorption coefficient accumulated since the change of the
filter spot and, if the algorithm by Collaud Coen et al. (2010)
is arranged as in Eq. (3), it can be seen that s is a function of
the attenuation at any given time step, among other things.
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Figure 1. Overview of the data. (a) Scattering and absorption co-
efficients at λ= 520 nm, (b) single-scattering albedo at λ=520 nm,
(c) backscatter fraction at λ= 525 nm and λ= 635 nm, and (d) the
compensation parameter (k) at λ= 520 nm and at λ= 880 nm. In
(a–c) the thin lines show the filter-spot-averaged (FS ave) values and
in (d) the individual compensation parameters at each filter change
(FC). The thick lines show the 24 h-averaged values in all figures.
In the present work the absorption coefficients were calcu-
lated according to both the Arnott et al. (2005) and Collaud
Coen et al. (2010) algorithms with the respective mean Cref
values of 4.12 and 4.26 obtained for the Cabauw station by
Collaud Coen et al. (2010). The differences of the absorp-
tion coefficients calculated from these two algorithms were
small and all the conclusions to be presented below were the
same. Therefore, even though both algorithms were used,
most of the absorption coefficients presented in the figures
below were calculated with the formula by Collaud Coen et
al. (2010). The average Cref for Cabauw was chosen from
Table 4 of Collaud Coen et al. (2010), which presents the
Cref averages for four stations: Jungfraujoch, Cabauw, Mace
Head, and Hohenpeissenberg. Jungfraujoch is a clean, high
Alpine site far from emission sources, Hohenpeissenberg a
rural mountain site in southern Germany with clean air (e.g.,
Putaud et al., 2010), and Mace Head a clean marine site on
the Irish west coast. Cabauw is in the Netherlands in a re-
gion near populated and industrialized areas (e.g., Collaud
Coen et al., 2010). Therefore, of these four sites the aerosol
in Cabauw can be assumed to be most similar to that ob-
served at the SORPES station in Nanjing. A similar value
Cref = 4.22 was also obtained by Segura et al. (2014) for a
continental station in Spain.
There is a large uncertainty in the Cref even at one sta-
tion: for example, in Cabauw the seasonal averages varied
from less than 3 to close to 5 (Collaud Coen et al., 2010),
which leads to large uncertainties of both σap and the single-
scattering albedo (ω0 = σsp/(σsp + σap)). It is obvious from
Eq. (3) that the relative uncertainty of Cref is also the relative
uncertainty of σap. However, one of the goals of the present
work is to study the variations of the compensation param-
eter as a function of the variations of ω0 so the absolute ω0
values are not that important in this work.
2.4 Averaging
The hypothesis here is that all particles sampled on the filter
prior to the spot change affect the k factor. Therefore all scat-
tering and absorption coefficients, single-scattering albedos
and backscatter fractions were averaged for each aethalome-
ter filter spot sampling period. No conventional hourly aver-
ages are presented.
Also, the daily or 24 h averages are non-conventional:
they were calculated by averaging the compensation param-
eters and the corresponding filter-spot-averaged scattering
and absorption coefficients that were calculated from the
aethalometer filter spot changes during any given day. The
number of filter changes to be used for the averaging varied
according to the concentration level: during low concentra-
tions there may have been only one or two filter spot changes,
during high concentrations more. Below, in the analyses of
daily averages, only those days have been used during which
at least two filter spot changes occurred. During the analyzed
period, the average, the median, and the maximum number
of filter spot changes were 6.4, 6, and 18 during one day,
respectively.
3 Results and discussion
3.1 Overview of the data
Figure 1 shows filterspot-averaged and 24 h-averaged data
that fulfilled the criteria for further analyses: the relative hu-
midity in the nephelometer sample volume had to be less than
50 %, both the nephelometer and the aethalometer data had to
be continuous for at least 24 h. This ruled out summer months
(June–August) and most of September. There were 2066 fil-
ter spot changes and 342 days that were used for further anal-
yses. In the accepted data the average± standard deviation
and median of the RH in the nephelometer sample volume
were 18± 8 % and 16 %, respectively.
Some descriptive statistics of the optical data are given
here, even though a more detailed analysis will be presented
by Shen et al. (2015). The average± standard deviation of
daily averaged σsp, σap, and ω0 data at λ= 520 nm were
495± 260 Mm−1, 37± 19 Mm−1, and 0.92± 0.02, respec-
tively. The 5th to 95th percentile ranges of the cumula-
tive distributions of the daily averaged σsp, σap, and ω0 at
λ= 520 nm were 167–1117 Mm−1, 14–79 Mm−1, and 0.88–
0.95, respectively.
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Figure 2. Wavelength dependency of the k factor (a) on 8 and 19
November 2013 and (b) in the whole data after classification into
three bins of the green backscatter fraction. In (b) the box plots
present the 25th to 75th percentiles, the middle lines the medians
and the circles the averages in each bin. In (a) the lines represent
linear regression fittings to the individual k factors and in (b) linear
regression fittings to the average k in each wavelength and backscat-
ter bin.
There were many several-day-long pollution episodes in
November 2013–January 2014 and again the following au-
tumn in November 2014 during which scattering and absorp-
tion coefficients exceeded 1000 and 100 Mm−1, respectively.
The cycling of pollution episodes and cleaner days was also
associated with simultaneous cycling of ω0 and the backscat-
ter fraction b. The slow variations were due to changes in
meteorological conditions and transport routes of air masses.
Further analysis of them is out of the scope of the present
paper, however.
3.2 Wavelength dependency of the compensation
parameter
The compensation parameters (Fig. 1d) calculated for each
individual filter-spot change were noisy; for instance, for
λ= 520 nm k varied from negative to larger than 0.01 and
at first sight there are only weak common features with the
other time series. The noise of k is due to fast real concen-
tration variations: for instance, if the true BC mass concen-
tration is clearly higher just before the filter spot change, k
becomes negative. It was therefore stated already in the orig-
inal paper by Virkkula et al. (2007) that during variable con-
centrations the use of average k may lead to a more reason-
able correction than the individual k values. In the present
work, the daily averaged compensation parameters present
similarities with the time series of ω0 and b: in particular,
when the backscatter fraction b is high, the compensation pa-
rameters seem higher than when b is low. The compensation
parameter time series (Fig. 1d) also shows that sometimes
the green k (λ= 520 nm) was larger than the near-infrared k
(λ= 880 nm) and vice versa.
These observations were used and two filter spot changes
were picked up during which the filter-spot-averaged b were
clearly different from each other: on 8 and 19 November
2013 when the backscatter fraction at λ= 525 nm was 0.104
and 0.143, respectively (Fig. 2a). Note that during the first
filter spot change ω0 was clearly higher than during the sec-
ond one. Also, the compensation parameters calculated for
the seven wavelengths of the aethalometer were very differ-
ent for these two spot changes: during the first one they were
much lower than during the second one, and during the first
one they decreased with wavelength and during the second
one they increased with wavelength. Linear regression was
applied to this close to linear dependency (Fig. 2a). A line
k = akλ+ k0 (4)
was fit through the 7 k values obtained for each filter spot
change of the whole data set. Only the slope ak is of inter-
est here. Its interpretation is simple: when ak > 0 the com-
pensation parameters increase with wavelength, when ak < 0,
the compensation parameters decrease with wavelength. As
noted already earlier, the compensation parameters obtained
for individual spot changes are noisy. Therefore, more rele-
vant information was obtained when the compensation pa-
rameters from all spot changes were classified according
to the associated filter-spot-averaged backscatter fraction of
green light and simple descriptive statistics were calculated.
Figure 2b shows the averages, medians and the 25th to 75th
percentile ranges of the cumulative distributions of the com-
pensation parameters at three different backscatter fraction
ranges. The lines shown in the figure were fit to the average
compensation parameters in each wavelength and bin of b.
Note again that ω0 was high when b was low and low when
b was high and ak increased with increasing b.
Another interesting observation can be made about Fig. 2:
the range of compensation parameters is larger the longer
the wavelength is. This suggests that the longer wavelengths
are more sensitive to the factors affecting the compensation.
The near-infrared wavelength at λ= 880 nm is the one that
is used in most aethalometers, even single-wavelength ones,
and therefore more attention will be paid to it than to the
longest wavelength (λ= 950 nm).
A shorter, 2-month time series of the data is presented in
Fig. 3. In addition to those quantities presented in Fig. 1 also
the slope ak calculated for each filter spot change and the re-
spective daily averages are shown (Fig. 3d). There are some
interesting features in the time series of σsp, σap, ω0, and b.
First, the most polluted episodes, for instance on 4–8 Decem-
ber, were associated with the highest σsp and the highest ω0,
suggesting that the contribution of light-absorbing material,
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Figure 3. Selected optical properties in November–December
2013. (a) Scattering and absorption coefficients at λ= 520 nm,
(b) single-scattering albedo at λ= 520 nm, (c) backscatter fraction
at λ= 525 nm and λ= 635 nm, (d) the slope (ak) of the wavelength
dependency of the compensation parameter, and (e) the compensa-
tion parameter (k) at λ= 520 nm and at λ= 880 nm. In (a–c) the
thin lines show the filter-spot-averaged (FS ave) values, in (d–e) the
individual slopes and compensation parameters at each filter change
(FC). The thick lines show the 24 h-averaged values in all figures.
Figure 4. The slope of the wavelength dependency of the compen-
sation parameter (ak) as a function of the compensation parameter
k at λ= 880 nm in (a) each filter spot change, (b) 24 h averages.
mainly BC, to the aerosol mass in the highly polluted air was
clearly lower than during the less-polluted periods, and that
the polluted aerosol consisted of some light-scattering ma-
terial, for instance of secondary inorganic or organic com-
pounds. The other observation is that during the highest pol-
lution episodes the backscatter fraction was lower, which
suggests that the particles were then bigger than during the
less-polluted periods (Fig. 3c). Still another noteworthy ob-
Figure 5. The compensation parameter (k) of individual filter spot
changes calculated for (a) green (λ= 520 nm) and (b) near-infrared
(λ= 880 nm) light as a function of filter-spot-averaged backscatter
fraction at the nearest nephelometer wavelengths λ= 525 nm and
λ= 635 nm.
servation concerning these four parameters is that there are
clear diurnal cycles. To mention one, the diurnal cycle of ω0
is such that the highest values were reached at daytime and
the lowest at night, which could be explained so that BC par-
ticles get coated during the course of the day by condensation
of some scattering material. However, more detailed analy-
ses of the pollution episodes and the chemical composition
are out of the scope of the present paper.
As far as the compensation parameters (k) and their wave-
length dependency (ak) are concerned, their time series
(Fig. 3d and e) reveal features that have similarities with
those of the other presented quantities. These are that both
k and ak increase and decrease roughly at the same time as
b and the opposite way compared with ω0. The time series
in Fig. 3d and e also show that ak obviously increases and
decreases simultaneously with k, which means that they are
not really independent. The scatter plots of both individual
and daily averaged ak vs. k at λ= 880 nm (Fig. 4) show
that ak is linearly dependent on the compensation parame-
ter. This means that when k is known at one wavelength,
it is possible to estimate it at other wavelengths also. The
linear fittings in the scatter plots cross the zero line of ak
when k(λ= 880 nm)= 0.0036± 0.0022, which means that
then all compensation parameters were roughly equal at all
wavelengths and when k(λ= 880 nm) was larger than this
k increased with wavelength and vice versa. The above un-
certainty of the zero-line crossing was calculated from the
uncertainties of the slope and offset of the linear regressions.
3.3 Effect of backscatter fraction
Since the time series of k and b have similarities, it is logical
to calculate their linear regressions. The correlation coeffi-
cient of k calculated for each filter change with filter-spot
averaged b is low (Fig. 5). This is due to the high uncer-
tainty of the individual compensation parameters, for rea-
sons discussed already above. There is a positive correlation,
however, and it is demonstrated visually by classifying the
daily averaged compensation parameters at four wavelengths
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Table 1. Regression statistics (y = β1x+β0) of compensation parameter vs. backscatter fraction. SE: standard error of β1; 95 % confidence
range of β1; d.f.: degrees of freedom; t = β1/SE; p: p value of the Student’s t distribution.
Calculated by using each filter change
x y r β1 SE 95 % confidence range d.f. t p
b(450) k(470) 0.18 0.024 0.003 (0.018–0.030) 2048 8.2 5.6× 10−16
b(525) k(520) 0.22 0.036 0.004 (0.029–0.043) 2048 10.3 2.9× 10−24
b(635) k(660) 0.21 0.032 0.003 (0.026–0.039) 2048 9.5 5.7× 10−21
b(635) k(880) 0.26 0.056 0.005 (0.047–0.065) 2048 12.4 4.3× 10−34
Calculated by using all daily averages
x y r β1 SE 95 % confidence range d.f. t p
b(450) k(470) 0.28 0.017 0.003 (0.011–0.024) 320 5.2 3.0× 10−07
b(525) k(520) 0.38 0.029 0.004 (0.021–0.037) 320 7.3 2.3× 10−12
b(635) k(660) 0.32 0.025 0.004 (0.017–0.033) 320 6. 6.5× 10−09
b(635) k(880) 0.43 0.048 0.006 (0.037–0.060) 320 8.4 1.3× 10−15
Figure 6. Daily averaged compensation parameters of (a) blue
(λ= 470 nm), (b) green (λ= 520 nm), (c) red (λ= 660 nm), and
(d) near-infrared (λ= 880 nm) light classified into 0.005 wide bins
of the backscatter fraction at the nearest nephelometer wavelengths
(λ= 450, 525, and 635 nm). The box plots present the 5th, 25th,
50th, 75th, and 95th percentiles and the circles the averages in each
bin. The lines are linear fittings to the bin averages and the uncer-
tainties of the slope and offset the standard errors obtained from the
fitting.
(λ= 470, 520, 660, and 880 nm) into bins of backscatter frac-
tions at the nearest nephelometer wavelengths (λ= 450, 525,
and 635 nm) (Fig. 6). The width of the backscatter fraction
bins was 0.005. The averages, 5th, 25th, 50th, 75th, and 95th
percentiles of the cumulative distribution of the compensa-
tion parameters in each bin were calculated.
The compensation parameter medians and averages corre-
lated positively with the backscatter fractions, and so did the
other percentiles, but their correlation was weaker. Note that
the slopes of the linear regressions of k vs. b are almost the
same when the wavelength of both k and b are approximately
the same (Fig. 6a–c). When k at λ= 880 nm is plotted against
b at λ= 635 nm, the slope is almost twice as high.
Instead of paying much attention to the R2 values, it is
more relevant to test the statistical significance of the slope
of the regression of compensation parameter vs. backscatter
fraction, i.e., β1 in k= β1b+β0. The null hypothesis that
the slope is not dependent on the b; i.e., β1 = 0 was tested
using test statistics given by the estimate of the slope di-
vided by its standard error (t = β1/SE). The test statistics
were compared with the Student’s t distribution on n− 2
(sample size− number of regression coefficients) degrees of
freedom. The regressions were calculated both for each in-
dividual filter change and for daily averages. Four compen-
sation parameter–backscatter fraction pairs were used: blue:
k(λ= 470 nm) vs. b(λ= 450 nm), green: k(λ= 520 nm) vs.
b(λ= 525 nm), red k(λ= 660 nm) vs. b(λ= 635 nm), and
red-near-infrared: k(λ= 880 nm) vs. b(λ= 635 nm). The last
combination differs from the other three in that the wave-
length of k and b are not close to the same like in the other
cases. The reason this is considered to be relevant here is
that most aethalometers have the 880 nm wavelength and
in most three-wavelength nephelometers the longest wave-
length is 600–700 nm. The results are presented in Table 1.
The p values for all wavelengths are all low (< 0.001), which
gives strong evidence against the null hypothesis, indicating
that the slope is not 0 and that there is a linear relationship
between k and b.
No detailed theoretical explanation of this relationship is
attempted to be given here, only some qualitative discus-
sion. The aethalometer functions in a way similar to the
PSAP. Müller et al. (2014) showed that the optical depth of
an aerosol-loaded PSAP filter is a function of the asymme-
try parameter gp of particles. gp increases with decreasing
www.atmos-meas-tech.net/8/4415/2015/ Atmos. Meas. Tech., 8, 4415–4427, 2015
4422 A. Virkkula et al.: Loading correction of the aethalometer
Figure 7. Daily averaged slope (ak) of the compensation parame-
ter classified into 0.005 wide bins of the backscatter fraction of (a)
green (λ= 525 nm) and (b) red (λ= 635 nm) light. The box plots
present the 5th, 25th, 50th, 75th, and 95th percentiles and the cir-
cles the averages in each bin.
backscatter fraction; see, e.g., the parameterization by An-
drews et al. (2006). Müller et al. (2014) showed that for
a constant scattering optical depth the optical depth of an
aerosol-loaded filter was the higher the smaller the gp of the
aerosol was or in other words, the higher the backscatter frac-
tion was. This means that when purely scattering aerosol is
collected on an aethalometer filter, the optical depth is the
larger the larger b is. This should further mean larger ap-
parent absorption coefficients and thus higher BC mass con-
centrations with larger b. This is also consistent with pub-
lished measurements made with the new AE 33: Drinovec
et al. (2015) reported that the apparent absorption due to
small ammonium sulfate particles was clearly larger than
that due to large particles. Consequently, the σap and BC
should be corrected downwards, i.e., the compensation pa-
rameter k should be < 0 and the more negative the larger
the backscatter fraction is. However, for the real atmospheric
aerosol the opposite was here observed: the compensation
parameter was the larger the larger backscatter fraction was
(Fig. 6). This means that the non-corrected absorption coeffi-
cients and BC mass concentrations were underestimated the
more the higher b was. Here the qualitative explanation is the
counteracting concept of shadowing, presented by Weingart-
ner et al. (2003): due to enhanced scattering the absorbing
particles absorb a higher fraction of light and effectively re-
duce the optical path. This leads to an underestimation of the
true σap and BC and therefore the compensation parameter
should be positive.
Also, ak , the wavelength dependency of the compensation
parameter depends on the backscatter fraction. Especially the
relationship between ak and b of green light is strikingly lin-
ear (Fig. 7). At b (λ= 525 nm)≈ 0.13, ak ≈ 0, for smaller
backscatter fractions ak < 0 and for larger backscatter frac-
tions ak > 0. No detailed explanation can be given at this
point but qualitatively the above relationship means that for
small particles the correction is the larger the larger the wave-
length is and for large particles the other way around.
Figure 8. Daily averaged compensation parameters of blue
(λ= 470 nm), green (λ= 520 nm), red (λ= 660 nm), and near-
infrared (λ= 880 nm) light classified into 0.01 wide bins of the
single-scattering albedo (ω0) at the same wavelengths. The box
plots present the 5th, 25th, 50th, 75th, and 95th percentiles and the
circles the averages in each bin. Most ω0 bins are based on σap cal-
culated with the Collaud Coen et al. (2010) algorithm; the black tri-
angles are the averages of compensation parameters classified into
ω0 bins with the σap calculated by using the Arnott et al. (2005)
algorithm.
3.4 Effect of single-scattering albedo
The relationship of the single-scattering albedo and the com-
pensation parameter was analyzed analogically. The ks were
classified into bins of ω0 at four aethalometer wavelengths
(λ= 470, 520, 660, and 880 nm). The width of the ω0 bins
was 0.01. The averages, 5th, 25th, 50th, 75th, and 95th per-
centiles of the cumulative distribution of the compensation
parameters were calculated. The bin averages and medians
decreased almost monotonically with increasing ω0, but the
ranges were large (Fig. 8). Note that in Fig. 8 the k vs.
ω0 relationship of the bin averages is plotted both by using
the Collaud Coen et al. (2010) algorithm and the Arnott et
al. (2005) algorithm simply to show that the main relation-
ship, decreasing k with increasing ω0, did not depend on the
algorithm used for calculating absorption coefficients σap.
It is worth noting at this point that the absolute values of
σap and ω0 are very uncertain because of the uncertainty of
the multiple scattering correction factor Cref. The ω0 values
shown in Fig. 8 were calculated with Cref values of 4.12 and
4.26 as explained above but if Cref is smaller ω0 is lower than
that shown in Fig. 8. This would not change the main result:
k decreases with increasing ω0. The decrease is also statisti-
cally significant. Linear regression of k vs. ω0 was calculated
both for individual filter changes and for daily averages, as
above for k vs. b. The statistics are presented in Table 2. The
p values are somewhat higher than in Table 1 but still low
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Table 2. Regression statistics (y = β1x+β0) of compensation parameter vs. single-scattering albedo. Detailed column description as in
Table 1.
Calculated by using each filter change
x y r β1 SE 95 % confidence range d.f. t p
ω0(470) k(470) 0.07 −0.006 0.002 (−0.009–−0.002) 2048 −3.4 7.3× 10−04
ω0(520) k(520) 0.08 −0.008 0.002 (−0.012–−0.004) 2048 −3.8 1.3× 10−04
ω0(660) k(660) 0.07 −0.007 0.002 (−0.012–−0.003) 2048 −3.1 2.0× 10−03
ω0(880) k(880) 0.08 −0.010 0.003 (−0.016–−0.004) 2048 −3.5 4.7× 10−04
Calculated by using all daily averages
x y r β1 SE 95 % confidence range d.f. t p
ω0(470) k(470) 0.27 −0.011 0.002 (−0.016–−0.007) 320 −5.1 5.9× 10−07
ω0(520) k(520) 0.31 −0.015 0.003 (−0.020–−0.010) 320 −5.9 9.6× 10−09
ω0(660) k(660) 0.26 −0.015 0.003 (−0.021–−0.009) 320 −4.8 2.0× 10−06
ω0(880) k(880) 0.25 −0.019 0.004 (−0.027–−0.011) 320 −4.5 8.1× 10−06
Figure 9. Daily averaged slope (ak) of the compensation parameter
classified into 0.01 wide bins of the single-scattering albedo (ω0) at
(a) green (λ= 520 nm) and (b) red (λ= 660 nm) wavelengths. The
box plots present the 5th, 25th, 50th, 75th, and 95th percentiles and
the circles the averages in each bin.
enough to conclude that the relationship is statistically sig-
nificant.
A simple theoretical explanation for the decreasing k with
increasing ω0 can be given. If it is assumed that (1) the load-
ing correction function f in Eq. (3) equals 1+ kATN and
(2) that the dependence on the scattering coefficient is incor-
porated into the compensation parameter, the equation for the
absorption coefficient becomes
σap = 1+ kATN
Cref
σ0. (5)
On the other hand, if it is assumed that the absorption coef-
ficient is calculated from Eq. (3) where f is not the same
function as in Eq. (5) and where the dependence on the
scattering coefficient is explicitly presented and if the two
Eqs. (3) and (5) are set equal the compensation parameter
can be solved as
1+ kATN
Cref
σ0 = f σ0− sσsp
Cref
⇔ k = 1
ATN
(




When Eq. (3) is again rearranged as σ0 = (Crefσap +
sσsp)/f and inserted in Eq. (6), the compensation parame-
ter can be expressed as
k = 1
ATN























is not exactly identical to
the single-scattering albedo ω0, but it also approaches unity
when ω0 approaches unity and f (1−σsp/(Crefs σap+σsp))→
0, and then k may even become negative. In other words, the
compensation parameter can be negative but the resulting ab-
sorption coefficient can never be negative; this sets the limit
to it.
The relationship between ak and the single-scattering
albedo is very similar to that between k and ω0: also, ak de-
creases with increasing ω0 (Fig. 9). In other words for darker
aerosols, ω0 less than approximately 0.92, the correction in-
creases with wavelength and at higher ω0 it decreases with
wavelength. No theoretical explanation could be given at this
point.
3.5 Separating the effects of single-scattering albedo
and backscatter fraction
The above analysis showed that the compensation param-
eter depends both on the single-scattering albedo and the
backscatter fraction. Which of them is a more dominant fac-
tor? It is very difficult if not impossible to show from the
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Figure 10. Daily averaged backscatter fraction (b) of (a) blue, (b) green and (c) red light classified into 0.01 wide bins of the single-scattering
albedo (ω0). Note: b is that measured at the nephelometer wavelengths 450, 525 and 635 nm and ω0 is that at the aethalometer wavelengths
470, 520 and 660 nm. The box plots present the 5th, 25th, 50th, 75th, and 95th percentiles and the circles the averages in each bin.
Figure 11. Compensation parameters at the aethalometer green
wavelength (λ= 520 nm) as a function of (a) the backscatter frac-
tion b and (b) the single-scattering albedo ω0 when b and ω0 were
in a narrow range: (a) contains data from those filter changes during
which the filter-spot-averaged ω0(λ= 520 nm)= 0.930± 0.005.
(b) contains data from those filter changes during which the filter-
spot-averaged b(λ= 525 nm)= 0.130± 0.005. The red lines and
the equations represent linear regressions fitted to the data.
data available here since ω0 and b were not really indepen-
dent. The darkest aerosol, i.e., the aerosol with the lowest
ω0, was observed when the backscatter fraction was the high-
est (Fig. 10), suggesting that the particle size of the darkest
aerosol was also the smallest.
To disconnect the two effects the data were
further classified into (a) a narrow ω0 range
ω0(λ= 520 nm)= 0.930± 0.005 for which linear re-
gressions of k vs. b were calculated and (b) a narrow b
range (b(λ= 525 nm)= 0.130± 0.005) for which linear
regressions of k vs. ω0 were calculated. The regressions
within these ranges were calculated both for each filter-spot
change and for the daily averaged data as above. The linear
regressions of the compensation parameters at λ= 520 nm
for the individual spot changes are pre presented in Fig. 11
and for the rest of the linear regressions in Tables 3 and 4.
In the individual filter-change regressions there was now
a clearly more significant dependence of k on b (p < 10−4)
than on ω0 (p = 0.01–0.1). For the k vs. ω0 the slope es-
timates β1 were actually positive (Table 4), meaning that k
would increase with increasing ω0, which is just the opposite
observation of that made from all the data. The 95 % confi-
dence ranges, on the other hand, include both negative and
positive slopes and the p values are high. An exception is the
k vs. ω0 at λ= 880 nm: the confidence range is positive and
the p value low. Based on the regression of this one wave-
length only it is better not to draw any strong conclusions,
however. For the daily averages the p values of most regres-
sions were > 0.1 and the 95 % ranges had both negative and
positive values (Tables 3 and 4), showing that in the daily
averaged classified data there was no evidence for the linear
relationships of k vs. b and k vs. ω0. There was one exception
however, this time k at λ= 880 nm vs. b at λ= 635 nm with
p = 0.01 and the 95 % range of β1 > 0.
The above exercise was done to find which one, the single-
scattering albedo or the backscatter fraction affects the com-
pensation parameter more. The p values of the individual
filter-spot regressions suggest that the effect of the backscat-
ter fraction is more dominant than that of ω0. But since the
regressions of the daily averaged data do not show this, it
should not be considered proven. To study it in a laboratory,
one should produce aerosols that have the same size (and b)
but variable ω0. This is difficult because if variations in ω0
are accomplished by coating pure BC by condensing some
scattering material, the particles grow and b decreases.
3.6 Possible implementation into a data analysis
algorithm
If the relationships between k, ω0, and b were unambiguous
aethalometer data could in principle be used in an algorithm
for estimating ω0 and b. However, as it was shown in the
previous section, even after the classifications into ω0 and b
bins there was still a large range of compensation parame-
ters that remained unexplained. A probable reason may have
been rapidly varying BC mass concentrations, as mentioned
several times above, but there are also other possible expla-
nations.
An important factor missing in the present study is the
mixing state of absorbing and scattering aerosols since there
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Table 3. Regression statistics (y = β1x+β0) of compensation parameter vs. backscatter fraction at a limited single-scattering albedo range.
Detailed column description as in Table 1.
Calculated by using those filter changes during which ω0(520nm)= 0.930± 0.005
x y r β1 SE 95 % confidence range d.f. t p
b(450) k(470) 0.24 0.051 0.012 (0.027–0.075) 290 4.2 3.5× 10−05
b(525) k(520) 0.31 0.065 0.012 (0.042–0.089) 290 5.6 5.8× 10−08
b(635) k(660) 0.29 0.059 0.011 (0.037–0.081) 290 5.3 2.8× 10−07
b(635) k(880) 0.36 0.101 0.015 (0.071–0.131) 290 6.7 1.4× 10−10
Calculated by using those daily averages during which ω0(520nm)= 0.930± 0.005
x y r β1 SE 95 % confidence range d.f. t p
b(450) k(470) 0.16 0.013 0.012 (−0.011–0.038) 48 1.1 0.28
b(525) k(520) 0.21 0.017 0.012 (−0.007–0.042) 48 1.5 0.15
b(635) k(660) 0.21 0.017 0.011 (−0.005–0.039) 48 1.5 0.14
b(635) k(880) 0.36 0.043 0.016 (0.011–0.076) 48 2.7 0.01
Table 4. Regression statistics (y = β1x+β0) of compensation parameter vs. single-scattering albedo at a limited backscatter fraction range.
Detailed column description as in Table 1.
Calculated by using those filter changes during which b(525nm)= 0.130± 0.005
x y r β1 SE 95 % confidence range d.f. t p
ω0(470) k(470) 0.08 0.009 0.006 (−0.002–0.021) 411 1.7 0.10
ω0(520) k(520) 0.08 0.011 0.006 (−0.002–0.023) 411 1.6 0.10
ω0(660) k(660) 0.09 0.014 0.008 (−0.001–0.029) 411 1.9 0.06
ω0(880) k(880) 0.13 0.024 0.009 (0.006–0.043) 411 2.6 0.01
Calculated by using those daily averages during which b(525nm)= 0.130± 0.005
x y r β1 SE 95 % confidence range d.f. t p
ω0(470) k(470) 0.04 −0.002 0.008 (−0.018–0.013) 66 −0.3 0.77
ω0(520) k(520) 0.03 −0.002 0.009 (−0.020–0.015) 66 −0.2 0.80
ω0(660) k(660) 0.05 0.004 0.010 (−0.015–0.024) 66 0.4 0.68
ω0(880) k(880) 0.18 0.017 0.012 (−0.006–0.041) 66 1.5 0.14
was no method available to measure it. It is likely that the
same amount of absorbing aerosol such as BC yields differ-
ent compensation parameters when it is internally mixed with
scattering material and when these two are externally mixed.
In these cases the penetration depths of BC particles into the
filter would be different even if the overall backscatter frac-
tion of the aerosol were the same. Therefore it is not likely
there will be an unambiguous relationship between k,ω0, and
b. However, for internally mixed, typical aged BC aerosol,
future research may prove out that the relationship is simple
enough to be implemented into an algorithm.
4 Summary and conclusions
Aerosol optical properties were measured with a seven-
wavelength aethalometer and a three-wavelength neph-
elometer at the suburban site SORPES in Nanjing, China,
in September 2013–January 2015. The most important re-
sult obtained from the analysis of the data is that quan-
tities calculated from two independent methods; i.e., the
backscatter fraction measured with the nephelometer and the
compensation parameter k, calculated from the aethalome-
ter data with the Virkkula et al. (2007) algorithm, were
correlated. At λ= 660 nm the daily averaged compensation
parameter k ≈ 0.0017± 0.0002 and 0.0042± 0.0013 when
the backscatter fraction at λ= 635 nm was in the ranges
of 0.100± 0.005 and 0.160± 0.005, respectively. Also, the
wavelength dependency of the compensation parameter de-
pended on the backscatter fraction: when b(λ= 525 nm) was
less than approximately 0.13 the compensation parameter de-
creased with wavelength and at larger b it increased with
wavelength. This dependency has not been considered in
any of the algorithms that are currently used for process-
ing aethalometer data. The compensation parameter also de-
pended on the single-scattering albedo ω0 so that k de-
creased with increasing ω0. For the green light (λ= 520 nm)
in the ω0 range 0.870± 0.005, the average (± standard devi-
ation) k ≈ 0.0047± 0.006 and in the ω0 range 0.960± 0.005,
k ≈ 0.0028± 0.0007. This difference was larger for the near-
infrared light (λ= 880 nm): in the ω0 range 860± 0.005,
k ≈ 0.0055± 0.0023 and in the ω0 range 0.960± 0.005,
k ≈ 0.0019± 0.0011. The negative dependence on ω0 was
also shown with a simple theoretical analysis.
The interpretation of the above results is complicated by
the fact that b andω0 were not independent: the particles with
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the lowest single-scattering albedo had the highest backscat-
ter fractions. An attempt was made to separate the effects of
these two parameters. The selection of one narrow ω0 bin and
classifying the compensation parameters again as a function
of b and the selection of a narrow backscatter fraction bin and
classifying the compensation parameters again as a function
of ω0 suggests that b may be even more important a factor
than ω0. However, even after classifying the compensation
parameters into ω0 and b bins there was still a large range of
compensation parameters that remained unexplained. In ad-
dition to rapidly varying concentrations a possible explana-
tory factor is the mixing state of the aerosols that was not
measured.
In spite of the uncertainties, the most important conclusion
is that the backscatter fraction of the aerosol has a very clear
effect on the aethalometer data and it should be taken into
account. To quantify this in terms of σap or BC mass concen-
trations, assume that b= 0.16 and that ATN= 80, a typical
value for the red wavelength prior to filter spot change. The
above average k for the red wavelength yield for the whole
compensation function f = 1+ kATN≈ 1.34. This means
that without the compensation the BC mass concentration or
the absorption coefficient may be even tens of percent too
low.
The underlying reasons for the effect of the backscatter
fraction are the variations in the enhanced scattering due to
variations in the asymmetry parameter and variations in the
penetration depth of the particles into the filter, which de-
pend on their size. This observation is important especially
in China where anthropogenic pollution is often mixed with
desert dust: the backscatter fraction is large for small parti-
cles and small for large particles such as soil dust.
Another, related conclusion is that also the multiple-
scattering correction factorCref may potentially be a function
of both b and ω0. Collaud Coen et al. (2010) found that Cref
decreased with increasing ω0. But they also found that Cref
varied considerably even at one measurement site and hy-
pothesized that it might be due to semi-volatile organic com-
pounds and water vapor condensing on the filter fibers or to
other similar phenomena. In the present study, neither a new
Cref nor any algorithm for getting the absorption coefficient
was even attempted to be derived due to a lacking indepen-
dent absorption method. In the future this should be done by
using for instance an extinction instrument or a photoacous-
tic spectrometer together with the aethalometer and the neph-
elometer. Ideally, the measurement setup would also contain
a method for measuring the mixing state of the aerosol, for
instance an SP2 instrument or a Volatility Tandem Differen-
tial Mobility Analyzer (VTDMA). If it turns out thatCref also
depends on the backscatter fraction and the single-scattering
albedo in a predictable way, then the relationships between k,
b, and ω0 could in principle also be used for estimating Cref.
This study was conducted by analyzing data collected with
the AE31 aethalometer model, which uses a different filter
material and the flow setup than the new AE33 aethalometer
model. Also, the compensation factor is calculated there in a
slightly different way, but it was shown above that in princi-
ple the difference is not big. Therefore the results presented
above will most probably not be quantitatively the same, but
it is very likely that the qualitative results are the same: the
larger the backscatter fraction is, the larger are the compensa-
tion parameter and the slope of the wavelength dependency
on it, and the other way around when comparing with the
single-scattering albedo. This can be considered as a recom-
mendation for future research.
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